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[57] ABSTRACT 

Several embodiments of RF source resistance measur- 
ing devices are disclosed. Common to all embodiments 
is the feature of the inclusion of at least one variable re- 
sistor, and a peak readout meter. In one embodiment, 
two ganged unloaded potentiometers are employed 
while another embodiment comprises an automatic- 
nulling RF power bridge circuit with a variable rather 
than a fixed bridge reference resistance. A third em- 
bodiment comprises a calorimeter with a variable 
rather than a fixed resistor, while in another embodi- 
ment attenuator pads with variable resistors are em- 
ployed. 

3 Claims, 9 Drawing Figures 
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RF-SOURCE RESISTANCE METERS 
ORIGIN OF THE INVENTION 

The invention described herein was made in the per- 
formance of work under a NASA contract and is sub- 
ject to the provisions of Section 305 of the National 
Aeronautics and Space Act of 1958, Public Law 
85-568 (72 Stat. 435; 42 USC 2457). 

BACKGROUND OF THE INVENTION 

1 . Field of the Invention 

This invention relates to means for measuring the re- 
sistance of a radio frequency (RF) source and, more 
particularly, to improvements therein. 

2. Description of the Prior Art 

There are several known methods or devices to de- 
termine RF source resistance. However, most of these 
suffer from one or more significant disadvantages. A 
technique known as double loading, in which the ratio 
of the change in output voltage as the load resistance 
is changed, is cumbersome, time consuming and is sub- 
ject to reactive errors beginning in the low VHF region. 
Also, in practicing such a technique normal circuit op- 
eration is distrubed. In another method, known as 
reactive-transformation power peaking, a coaxial line 
or a lumped constant reactive tuner is required, to max- 
imize the power into a load resistance. The combined 
network of the reactive-tuner and the resistive power 
detecting device are then disconnected from the output 
port being measured and the conjugate complex im- 
pedance of this network is inferred as the output port 
parameters. Although such a measurement produces 
accurate results, its primary disadvantages are the bulk- 
iness of the coaxial reactive tuners, and the fact that 
such tuners are not available below the UHF region. 
There are other RF source resistance measurement 
techniques which are quite sophisticated and complex. 
Most of them treat the non-linear active output port as 
a linear, passive input port, and hence do not yield a 
valid or meaningful measurement under normal circuit 
operating conditions. 

OBJECTS AND SUMMARY OF THE INVENTION 

It is a primary object of the present invention to pro- 
vide new devices for measuring RF source resistance. 

Another object of the present invention is to provide 
novel RF source resistance measuring devices which do 
not suffer from the disadvantages characteristic of 
prior art devices. 

A further object of the present invention is to provide 
RF source resistance measuring devices, which are reli- 
able, very simple to operate and relatively inexpensive 
as compared with prior art devices. 

These and other objects of the present invention are 
achieved by providing RF source resistance measuring 
devices, each one of which includes at least one vari- 
able resistor whose resistance is adjusted to provide a 
peak reading on a readout meter, the dial of which is 
calibrated in terms of RF source resistance. In one em- 
bodiment of the invention, an automatic-nulling RF 
power bridge circuit is employed with a variable rather 
than a Fixed bridge reference resistance, and with a bo- 
lometer mount connected as one leg of the bridge. In 
another embodiment ganged, unloaded potentiometers 
are used to determine RF source resistance, while in 
yet another embodiment the device comprises a calo- 
rimeter with a variable resistor which is adjusted for 
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maximum power transfer which is recorded by the cal- 
orimeter. In yet another embodiment of the device, the 
impedance-matching property of an attenuator pad 
with variable resistors is utilized. The resistors are var- 
5 ied for maximum power transfer to the pad which acts 
as the load when maximum power transfer takes place 
as indicated by an appropriate peak readout meter, the 
pad or load resistance matches the RF source resis- 
tance. 

10 The novel features of the invention are set forth with 
particularity in the appended claims. The invention will 
be best understood from the following description 
when read in conjunction with the accompanying draw- 
ings. 

‘ BRIEF DESCRIPTION OF THE DRAWINGS 

FIGS. 1-4 are schematic diagrams useful in explain- 
ing embodiments of the invention employing ganged 
phased potentiometers; 

20 FIG. 5 is a schematic diagram of a prior art automat- 
ic-nulling RF power bridge circuit; 

FIG. 6 is a schematic diagram of another embodi- 
ment of the invention; and 

FIGS. 7-9 are diagrams useful in explaining yet other 
25 embodiments of the invention. 

DESCRIPTION OF THE PREFERRED 
EMBODIMENTS 

The embodiment of the invention in which ganged 
30 unloaded variable resistors or potentiometers are em- 
ployed for source resistance measurement may best be 
explained in conjunction with FIGS. 1-4. In FIG. 1, a 
potentiometer R, is shown connected across a voltage 
source E /w at terminals 1 1 and 12. A second potentiom- 
33 eter R, is shown connected across the wiper of R, and 
terminal 12. The output voltage E oirr is taken across the 
wiper of R, and terminal 12. R, is assumed to be much 
greater than R, (R,>>R,) so as not to appreciably load 
R,. 

4 ® If the two potentiometers are ganged and their wipers 
phased and tracked as represented by dashed line 14 
and arrows IS and 16, the output voltage will vary as 
the square of the coefficient of rotation (wiper move- 
ment). The potentiometers thus ganged perffom the 
45 analog computation of solving for the product of the 
input voltage times the square of the percentage of me- 
chanical wiper shaft rotation. 

In practice, the potentiometers are connected as 
shown in FIG. 2. Therein, dashed line 17 encloses a 
50 source E s with an internal resistance R s which is to be 
measured. Relating FIG. 2 to FIG. 1, R, and R* are con- 
nected across the output terminals 11 and 12 of the 
source E s , while the wiper of R, is connected to termi- 
55 nal 12. A voltmeter 18 serving as peak readout detector 
3 is connected across the wiper of R, and terminal 12. In 
FIG. 2, the internal resistance R s represents the top 
part of R, in FIG. 1. As can be seen, R, still divides the 
voltage divided by the ratio of the source resistance R s , 
60 and the lower arm composed of the unshorted part of 
R,. 

The output voltage as indicated on the voltmeter de- 
tector 18 varies linearly as the source resistance R s , as- 
suming the potentiometers R, and R, static. If however, 
65 the source resistance R s is held constant and the 
ganged-potentiometers R, and R, are varied, a peak 
reading will be indicated at a discrete settting of the 
ganged-phased potentiometer pair which will be differ- 
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ent for each incremental change of R s . A calibration 
can be established to relate the source resistance R. ; 
and the percentage of rotation, from which a direct in- 
dication of R s is determinable. 

The value of R, can be chosen so that a match to the 
source resistance will coincide with a peak reading on 
the voltmeter-detector 18. Match will occur at this 
value of R, since incremental changes in R, as it is ro- 
tated will vary roughly as the square root of the incre- 
mental changes of R s , AR, = VAR$. 

H1G. 3 is a schematic diagram of an example of 
source resistance measuring arrangement for a coaxial 
system with a SO ohm operational resistance. R, is 
chosen to be 150 ohm, based on experimental data 
showing R, to lie between 100 and 2S0 ohms. R : is 
chosen to be 5 k ohms to yield one-half percent loading 
error on the terminated network of R s and R, at match 
(25 ohms equivalent). The source resistance as ‘seen’ 
by the voltmeter-detector 18 is a maximum of about 
1 .3 k ohms. The voltmeter-detector 18 is chosen to have 
a frequency response suitable for the frequency of the 
generator source 19. Also, its input resistance should 
be sufficiently high so as not to load R,. That is, 
Rjjv>>1.3& ohms. It is further desirable that the scale 
of voltmeter-detector 18 have sufficient resolution to 
impart ease in determining the peak reading. 

FIG. 4 to which reference is now made represents an 
alternate embodiment in which current through the 
variable load resistance, rather than voltage, is sensed 
to determine source resistance. In this embodiment, 
two potentiometers R, and R, are connected in series 
between terminals 11 and 12 and their wipers are 
phased and tracked. The resistance value of R, is made 
low with respect to the resistance of R,, in order not to 
limit the current when R, is a relatively small value. 

Another embodiment of the present invention em- 
ploys a bolometer mount in which the mount load resis- 
tance is varied to provide an indication of source resis- 
tance. For an understanding of this aspect of the inven- 
tion, reference is first made to FIG. 5 which represents 
a schematic diagram of a known RF power bridge cir- 
cuit. In the bridge 20, one arm is formed by a bolome- 
ter mount 22 which is assumed to be connected at ter- 
minal J1 to an RF power source. The operation of such 
a circuit for power measurements is well known. In ac- 
tuality, FIG. 5 is the schematic diagram of a power 
meter model 430c manufactured by Hewlett Packard. 

It has been discovered that by replacing the fixed 
bridge reference resistor R* with a variable resistor or 
potentiometer R*' as shown in FIG. 6, the nominal op- 
erating resistance of the power detecting coaxial bo- 
lometer mount can be deliberately varied so as to 
match the mount load resistance, into which maximum 
power from the RF source connected to J1 will be dissi- 
pated. From this the value of the output resistance of 
the RF source is directly determinable. This is because 
the maximum power transfer occurs when the load re- 
sistance of the bolometer mount and the RF source re- 
sistance are equal. 

In practice, the RF power is introduced into J1 and 
R/)' is varied until a peak reading, indicating maximum 
power transfer, is observed in the readout voltmeter 25. 
Therefrom one directly infers the matched source resis- 
tance, since maximum power will be transferred to the 
load when it is equal to the source. It should be pointed 
out that since R s ' is a variable resistor, the DC bias 
power must be varied so as to maintain the meter 25 at 
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zero when the RF source is disconnected from Jl. 
From the foregoing it is thus seen that by replacing the 
fixed R* of the bridge with a variable resistor R«' a 
presently available bolometeric automatic-nulling RF 
5 power meter is provided with the additional capability 
of measuring RF source resistance. 

In yet another embodiment of the present invention, 
source resistance measurement is performed by means 
of a calorimeter containing a variable resistor, which is 
10 connected across the source, whose resistance is to be 
measured. Such an arrangement is shown in FIG. 7. 
Therein, the calorimeter is designated by numeral 30, 
the variable resistor by R, and readout meter, which is 
assumed to indicate the power or heat absorbed by the 
15 calorimeter matter such as fluid 32, is designated by 
numeral 34. It should be apparent that maximum 
power transfer to fluid 32 occurs when the resistance 
of R, equals R s . Thus, the setting of R x when a peak 
reading is observed on meter 34 is a direct indication 
20 of the source resistance R s . 

Such a calorimeter source resistance measuring de- 
vice has the following advantages: 

1 . It is inherently broad-band in frequency; 

2. It is simple in design and is easily fabricated; 

25 3. It can determine source-resistance over a broad 

range of input power; 

4. It is rugged; and 

5. It is extremely simple to operate, requiring only an 
‘adjust-to-peak’ adjustment, with direct readout of 

30 source resistance on a properly calibrated dial. 

In still another embodiment of the invention, source 
resistance is determined by means of taper attenuator 
pads which are either of the Tee or Pi configuration, as 
shown in FIGS. 8 and 9 wherein they are designated by 
35 numerals 52 and 54, respectively. Each of the pads may 
consist of ganged variable resistors rather than the 
fixed resistors of typical attenuator pads. Since the 
power delivered to the load ( in the form of the pad ) is 
a maximum when the load resistance equals the source 
40 resistance, by monitoring a peak power reading in 
meter 50, which is assumed to be a power meter, the 
interpolated value of the input impedance Z /w of the ta- 
pered pad which yields maximum power transfer is the 
value of the source resistance. 

45 There has accordingly been shown and described 
herein several embodiments of a source resistance 
measuring device. In each embodiment, the device in- 
cludes at least one variable resistor which is adjusted to 
provide a peak power reading, with the resistor’s set- 
u ting for peak power being used to indicate the resis- 
tance of the source to which the device is connected. 
It is appreciated that modifications and variations may 
readily occur to those skilled in the art and, conse- 
j . quently, it is intended that the claims be interpreted to 
3 cover such modifications and equivalents. 

What is claimed is: 

1. A device for measuring the resistance of a source 
comprising: 

a first variable resistor having first and second ends 
connected across said source, said first variable re- 
sistor having a rotatable wiper arm, connected to 
the second end of said first resistor; 

a second variable resistor having first and second 
65 ends connected respectively to the first and second 
ends of said first variable resistor, said second resis- 
tor having a rotatable wiper arm, said wiper arms 
being ganged and phased for simultaneous rotation 



3 , 750,016 


.... 5 

whereby at each rotational position the ratio of the 
resistance between the second end of said first re- 
sistor and its wiper arm in the absence of the con- 
nection therebetween to the total resistance of said 
first resistor is equal to the ratio of the resistance 5 
between the second end of said second resistor and 
its wiper arm to the total resistance of said second 
resistor; and 

readout means connected across the wiper arm of 
said second resistor and the second end thereof for to 
providing a peak reading as a function of the rota- 
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tional positions of the wiper arms and the resis- 
tance of said source. 

2. A device as recited in claim 1 wherein said readout 
means is a voltmeter and said second resistor is larger 
than said first resistor. 

3. A device as recited in claim 2 wherein said source 
is a radio-frequency source and said voltmeter has a 
frequency response including the frequency of said 
source. 

***** 
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